A comparison of Flow and Kodak dental X-ray films by means of perceptibility curves.
Flow D- and E-speed group dental X-ray films (DX-58 and EX-58) have recently been introduced to the market. By means of perceptibility curves these films were compared with commonly used dental X-ray films (Kodak Ultraspeed and Ektaspeed). No major differences between the films were found with regard to contrast and the subjectively assessed number of small contrast differences. The exposure for EX-58 had to be lowered by 66% and Ektaspeed by 39% compared with Ultraspeed film to obtain the same density. DX-58 and Ultraspeed were of the same sensitivity.